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Abstract 

A high power solar array simulator capable of 
providing the input power to simultaneously operate 
two 30 cm diameter ion thruster power processors 
was designed, fabricated, and tented. The maximum 
power point may be net to between 150 and 7500 
watts. Thin represents an open circuit voltage from 
50 to 300 volts and a short circuit current from 
4 to 36 amps, Illuminated solar cells are used as 
the control element. The illuminated solar cello 
provide a true solar cell characteristic and permit 
the option of simulating changes in this character- 
istic due to variations in solar intensity and/or 
temperature of the so'ar array. This is accomp- 
lished by changing the illumination and/or temper- 
ature of the control cello. The response of the 
output to a step change in load closely approxi- 
mates that of an actual solar array. 

Introduction 

Power p procesBors^for 30 cm diameter ion 
thrusters' 2 'are designed to operate from a solar 
array power source, Engineering studies defining 
the "star array requirements and operating charac- 
teri>',lcs have been documented for a variety of mis- 
sions, A solar array simulator (SAS) provides a 
convenient means for dynamic ground tests of a com- 
plete system of thruster, power processor, and solar 
array. 

To provide meaningful data on interactions be- 
tween one or more power processors and the solar 
array, it is necessary that the response of the SAS 
to changes in load closely simulate that of on ac- 
tual solar array. 

U&ing illuminated solar cells as the control 
element for the SAS offers some unique capabilities. 
The output curve of the SAS can be modified to rep- 
resent changes in illumination and/or temperature 
of an array simply by changing the illumination 
and/or temperature of the control cells. Other 
variations that occur in solar arrays can also be 
simulated by making the respective change in the 
control cells. Solar cells identical to those in 
the actual solar array can be used as the control 
cells, providing an output curve identical to that 
of the actual solar array. 

The final design, described in this paper, has 
faGt dynamic response, its characteristics can be 
readily modified to simulate changes in the envir- 
onment, and resulted in a low cost compact unit. 

Apparatus 

Mechanical 

A photograph of the solar array simulator is 
shown in Fig. 1, The simulator is contained in one 
rack except for the DC power supply. The bottom of 
the rack contains 40 water cooled transistor mod- 
ules; 7 driver modules and 33 output modules. Each 
module consists of a printed circuit board, a 0.318 
cm thick water cooled copper heatsink, 10 parallel 


transistor,'' with associated reslBtora, and two 
fuses, A typical module is shown in Fig. 2, The 
modules plug into printed circuit edge connect jrs 
to facilitate assembly and replacement. The upper 
portion of the rack contains the control electron- 
ics and Indicator lights that identify blown fuses. 

The SAB requires 0,316 llters/nee of cooling 
water to maintain the ease temperature on the tran- 
sistors at loss than 60° C, 

Electrical 

The functional diagram of the complete cir- 
cuit is shown in Fig. 3, The output circuit op- 
erates as a dissipative voltage regulator which 
follows the reference input to the open circuit 
voltage (V oc ) adjust control. The refjrence cir- 
cuit generates the V-I characteristic curve ’ihat 
drives the output regulator. A voltage across 
shunt R10 proportional to the current in the out- 
put load is applied to the short circuit current 
(l sc ) adjust control. The I 6C adjust control 
scales this signal and applies it to the Input of 
amplifier Al. A1 is a variable load, across the 
control solar cells, proportional to the current in 
the output load. Amplifier A2 measures the voltage 
across the solar cells and provides a reference 
signal to the output circuit proportional to this 
voltage. This reference signal corresponds to the 
required output voltage for the specified load cur- 
rent as defined by the solar array V-I character- 
istic curve. 

The schematic diagram of the output circuit 
is shown in Fig. 4. Amplifier A3 is an integrator 
and summing Junction for the output circuit feed- 
back loop. The integrator also stabilizes the loop. 
Amplifier A4 Inverts the signal. The power output 
consists of four stageB of current amplification 
capable of delivering a load current of 40 amps. 
Capacitor C8 is used to dampen internal oscilla- 
tions in these stages. Transistors Q1 thru Q400 
are mounted in groups of 10 on water cooled copper 
heat sinks which are integral parts of the printed 
circuit boards. Each board also contains individ- 
ual base and emitter resistors for each transistor. 
Each board has a fuse in both the base drive and 
the emitter output lead. If a transistor fails in 
a shorted condition, these fuses open and remove 
that board from the circuit. The system will then 
continue to operate on the remaining boards. 

The output circuit transistor (Q1 thru Q4Q2) 
was chosen for its low cost, availability, and cur- 
rent rating at 300 volts. It has a current capa- 
bility of 120 millicomps at a collector to emitter 
voltage of 300 volts. 

The reference circuit schematic diagram is 
shown in Fig. 5. The four solar cells in series 
were 0.4 cm by 1.0 cm, N on P, 10 ohm-cm Bilicon 
cells with a short circuit current rating of 10mA. 
The cells were chosen for their low value Bhort 
circuit current, their representitive character 
tic curve, and their availibility. Any type of 
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solar cell can ho used in the circuit, however, A1 
must be capable of oinking the chort circuit cur- 
rent from the cello. The four cello in oerleo pro- 
vide an open circuit voltage of approximately 2.2 
volto. Solar cell illumination io provided by on 
incandescent DC light source, variable in intenoi- 
r from zero to 140 vSA/kb? on the cello. The tem- 
rature of the cello io controlled by a variable 
.emperature heatoink, Capacitoro Cl, C2, and C3 
otabilize the SAS. 

Inntrumentation 

Static DC measurcmonto of voltage and curront 
were made with the SAS panel metere. Theoe metero 
have an accuracy of 2 percent of full ocale. The 
transient response of the SAS for a step change in 
load wao measured with a 18 MHZ bandwidth dual-beam 
oscilloscope. The output current was measured us- 
ing a precision non inductive 0.1 ohm resistor. A 
step change in load was generated using a mercury 
relay to short out part of the load resistor. 

Results and Discussion 
D esign Stability 

The major problem encountered in the design of 
the SAS was to stabilize the output. Design cri- 
teria dictated that the response of the SAS to a 
step change in load cloBely approximate that of an 
actual solar array, assumed here to be nominally 
100 psee. At the same time it needed to be stab- 
ilized to operate on a curve of widely varying 
slope and for a load impedance from zero to infin- 
ity. 

The characteristic curve of the four series 
solar cells used as the control element is shown 
in Fig. 6. This is the characteristic that the 
output of the solar array simulator must duplicate 
over a range of output short circuit currents (l sc ) 
and open circuit voltages (V oC ) . The four oper- 
ating conditions that give rise to the highest loop 
gains and hence the severest stability problems 
are: 

1. Maximum V 00 where the voltage across the 
four control cells requires the largest amplifica- 
tion to obtain the output voltage, 

2. Minimum I sc where a given change in current 
causes the largest change in voltage, 

3. The constant current portion of the curve 
where the slope is steepest and a small change in 
current causes a large change in voltage, 

4. Load impedances approaching zero where a 
given change in voltage causes an increasingly 
large change in current. 

If the SAS can be stabilized for these conditions, 
it should be stable for all others. 

The SAS can be stabilized for all of the above 
conditions by making capacitor C2 of Fig. 5 suf- 
ficiently large (0.03 pf). However, this results 
in a response cime of greater than 50 msec to a 
step change in load which is considerably slower 
than the 100 psee assumed for an actual array. For 
C2 equal to 300 pf the SAS is stable for all oper- 
ating points greater than 25$ of V oc (Fig. 7) and 
results in a response to a step change in load that 
closely approximates the 100 psee time response. 
This was considered an appropriate compromise be- 
tween response and stability. The inability to op- 
erate at less than 25$ of V QC is not a problem 
since almost all solar arrays are operated at a 


voltage above the maximum power point. For a high 
quality solar array the maximum power point should 
correspond to a voltage of greater than 70$ of V oc , 
Therefore, there is a wide targin between the SAS 
operating area and the area where instability may 
occur. 

Toot Results 

Figure 8 is a plot of typical static output 
curves for the SAB including the curves for maximum 
and minimum power. The maximum and minimum power 
curves bound the range of operating conditions that 
can be simulated, along with the provision that the 
operating point must be above 25$ of the V sel- 
ected. Both V and I are continuously adjust- 
able within their operating range and can bq varied 
independently, 

Figure 9(a) is an oscilloscope trace of the 
response of the control cells to a step change in 
load from open circuit to 140 ohms. The upper trace 
is the voltage across the load and the lower trace 
is the current through the load. Response time of 
both the voltage and the current was within 15 |isec, 
Figure 9(b) shows the response for a step change in 
load from 210 ohms to 140 ohms. In this case the 
response time wao within 10 psee. These control 
cells were tested externally to a step change in 
load and not as part of the SAS, Figure 10 shows 
the transient response of the SAS to equivalent 
step changes in load. Figure 10(a) is for a step 
change in load from open circuit to 20 ohms and 
figure 10(b) is for a step change in load from 
30 ohms to 20 ohms. The SAS was adjusted for a V oc 
of 30C volts and an I HC of 10 amps. The response 
time of the SAS to these changes is approximately 
10 times slower than that of tho control cellB 
alone. This slower response time eon be explained 
by scaling the output capacity of the control cells 
to that of an actual array. If the 4 control cells 
in series have an output capacitance of a V 
of 2.2 volts, and an I S(J of 10 mA, then it would 
require 136 sets of the control cells in series and 
1000 sets in parallel to obtain an array with V 
of 300 volts and I of 10 amps. The array would 
have on output capacitance of (1000/l36)C, o 73.5^. 
Looking at the time constant consisting or the cap- 
acitance of the solar cells and the load resistance 
results in: T, = 140C, for the control cells and 

Tg a 20 X 73,5 X C^ = 1470C]_ for the array. Thus, the 
response time for the array should be approximately 
10 .times slower than that of the control cells. 
Therefore, the response of the SAS (140 pse:) is a 
good approximation of an actual array (100 p.r o ^ 

Figure 11 is a plot of the path followed by 
the output of the control cells in going from open 
circuit to 140 ohms. This is superimposed on the 
static DC output characteristic. The overshoot in 
current is due to cell capacitance. Figure 12 is a 
plot of the path followed by the SAS for a step 
change in load from open circuit to 20 ohms. The 
two paths are similar although the SAS path shows 
some additional effects of the control loops. The 
initial dip in the SAS path at the 5 psee point 
(Fig, 12) is due to tho response of the output cir- 
cuit alone to the step change in load. The loop in 
the path at the 80 psee point is due to a slight 
undershoot of the SAS to the step change in load. 

Figure 13 is the path followed by the con- 
trol cells for a step change in load from 210 ohms 
to 140 ohms and Fig, 14 is the path followed by the 


GAD for a stop change in load from SO ohms to 20 
ohms. Again tho two paths are very similar. 

Certain operating regions outside the normal 
range can bo accommodated by derating either the 
voltage or current capability. It chould bo pos- 
sible to simulate arrays with open circuit voltages 
higher than 300 volts by limiting I cc to lower cur- 
rents since tho output transistors used can support 
700 volt operation at an l pc of 10 amps, It chould 
also be possible to simulate solar arrays with cur- 
rents above 3C amps by limiting V Q0 to lower volt- 
ages since the output transistors are rated for 
220 amp operation at 100 volts. 

One difficulty with tho GAS design is that 
aapaoitivo loads of greater than 0.02 (if con cause 
oscillations. This should not be a problem in the 
intended application since the input of the 30 em 
diameter ion thruster power processor looks in- 
ductive. 


Conclusion 


A 7.5 kw solar array simulator was designed, 
‘’abricated, and successfully tested. The maximum 
A '» ir point may be set to between ISO and 7500 
Wc. ,o. This represents an open circuit voltage 
frtjji SO to 300 volts and a short circuit current 
from 4 to 3g amps. 

The design uses four illuminated solar cells 
in series as the control element. The illuminated 
solar cells provide a true solar cell control char- 
acteristic, and also provide the option of simulat- 
ing changes in this characteristic due to varia- 
tions in solar intensity and/or temperature of the 
solar array by adjusting the illumination and/or 
temperature of the control jells . Changes to the 
array other than solar intensif ■ and temperature 
can also be simulated In the ar r ° manner. 

The output impedance of the SAo closely ap- 
proximates that of an actual solar array. This is 
Indicated by the response time \nd the dynamic path 
of the output to a step change in load closely ap- 
proximating that of an actual solar array. 

Thus, the solar array simulator generates an 
output which accurately represents the actual solar 
array characteristics for the intended application, 
and should be a valuable tool in the ground testing 
and evaluation of power processors for 30 cm diam- 
eter ion thrusters. 
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Figure 3. - Functional diagram of the solar array simulator 
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circuit schematic. 
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Figure 7. - Curve showing where the SAS will normally op- 
erate and where instability may occur. 
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Figure 8. - Typical output curves for the solar array simulator. 
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Figure 13. - Path followed t»< the output of the control cells 
for a step change in load of 210 to 140 ohms. 
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Figure 14. - Path followed by the output of the SAS for a 
step change in load of 30 tc 20 ohms. 
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